Electromagnetic Field Modeling in Human Tissue

Iliana Marinova, Valentin Mateev

Abstract—For investigations of electromagnetic field distributions in biological structures by Finite Element Method (FEM), a method for automatic 3D model building of human anatomical objects is developed. Models are made by meshed structures and specific electromagnetic material properties for each tissue type. Mesh is built according to specific FEM criteria for achieving good solution accuracy. Several FEM models of anatomical objects are built. Formulation using magnetic vector potential and scalar electric potential (A-V, A) is used for modeling of electromagnetic fields in human tissue objects. The developed models are suitable for investigations of electromagnetic field distributions in human tissues exposed in external fields during magnetic stimulation, defibrillation, impedance tomography etc.

Keywords—electromagnetic field, finite element method, human tissue.

I. INTRODUCTION

COMPUTER modeling of electromagnetic fields distributed in biological objects is of paramount importance for investigations of processes and phenomena during medical diagnosis and therapy. Finite element method (FEM) is a powerful numerical method capable to solve such complex problems as electromagnetic field distributions in biological structures taking into account all characteristics and special features. Recent achievements of the FEM give possibilities to model fully three-dimensional, nonlinear, nonhomogenius, or anisotropy multi-tissue, and multi-joint systems of biological objects.

In order to achieve accurate field distribution results the realistic 3D geometry models are needed. The data from several imaging systems, such as CT, MRI, Ultrasound, are used for building of exact anatomical model. Recently, different techniques have been developed to convert automatically 3D image data into 3D FEM models or into numerical meshes suitable for FEM analysis [1-4, 6-17].

In this paper a method for automatic 3D model building of the various parts and organs of the human body suitable for FEM modeling is developed. The geometry models are made by image slices data acquired by CT. Finally the geometry models present the human anatomy as mesh structures. Mesh is built according to specific FEM criteria for achieving good solution accuracy. Also, electromagnetic properties of live tissue are needed for determination of exact field distributions. The specific electromagnetic material properties are introduced for each tissue of the developed model. Concept of computerized measurement system for electromagnetic field property determination is proposed.

FEM formulation using magnetic vector potential and scalar electric potential (A-V, A) is applied for modeling of electromagnetic field distributions in built models of human organs. The analysis is made by ANSYS software [5].

The developed 3D model building method is implemented for field distribution investigation during magnetic stimulation.

II. 3D MODEL BUILDING

Method for 3D model building of the human parts and organs is developed. The structure of the method is shown in Fig.1. As input a sequence of 2D slices acquired by visual diagnostic equipment (ultrasound, CT or MRI) are used. Application of image processing techniques essentially enhances the image properties.

The basic steps of 3D model building method are data acquisition, segmentation, element decomposition, volume generation and property association.

Acquired 2D slices are collected in a 3D image stack. This stack is used for generation of 3D voxel Data Base (DB). All image and data processing are done over that 3D voxel DB.

Fig. 1 Structure of the method for model building

Segmentation of 3D image DB is the process of tissues and their boundaries identification. This process is quite time consuming especially when large data sets are used. In such
cases automation of segmentation procedures is required. Here, organs segmentation is made semiautomatic by recognizing their contours in the 3D voxel DB. Tissue segmentation is made by voxel intensity histogram shown in Fig.2. Each tissue type is associated by its intensity level depending of used diagnostic equipment.

![Fig. 2 Voxel intensity histogram for tissue segmentation](image)

Segmentation filtering procedure is applied for tissue separation. Intensity histogram, shown in Fig. 2, is used for separation where uncommon voxels are excluded from organ database. As output of that stage voxel databases are separated for each tissue type.

After that each voxel is decomposed in five tetrahedrons as shown in Fig.4. These tetrahedrons form the initial mesh representing the solid anatomy geometry.

For volume creation the tetrahedrons are assembled together. External tetrahedrons could be deleted for smooth model surface. In that stage the solid volumes representing the different tissue types are separated. Solid volumes are collected together in common coordinate system and elements numbering.

The generated geometry model is imported in FEM software where it is treated as volume object. Imported volumes are associated with corresponding electromagnetic material properties.

For method demonstration a 3D model of a part of a cardiac muscle is build. The sequence of 2D slices is acquired by ultrasound scanner.

In image segmentation the heart muscle position and external boundaries are pointed. Heart tissue is filtered by its image intensity. Stack with 22 slices is used. The distance between slices is 5 mm. Part of the slice stack is shown in Fig.5. Three dimensional slice stack is shown in Fig.6. In Fig. 7 and Fig. 8 are given the reconstructed volume and meshed volume of human heart, respectively.

![Fig. 5 2D slice sequence of human heart](image)

![Fig. 6 3D slices stack assembly of human heart](image)

![Fig. 7 Reconstructed volume of human heart](image)
III. ELECTROMAGNETIC PROPERTIES

For modeling of electromagnetic fields the electromagnetic properties of biological tissue as electric permittivity - \( \varepsilon \), magnetic permeability -\( \mu \) and electric conductivity – \( \sigma \), have to be imbedded into 3D models of human parts and organs. This is made for every solid volume which represents the unique tissue type for each organ modeled. In fact electric conductivity and permittivity are functions of frequency and have a very wide range of variations according to reference sources. For accurate properties determination a computerized measurement system is developed.

IV. FEM FORMULATION

The electromagnetic field distribution inside the conductive tissue region depends on the time varying magnetic flux density. The activation source is the electric field \( E \) induced in the tissues and expressed by using Faraday’s law

\[
\nabla \times E = -\frac{\partial B}{\partial t}
\]

(1)

where \( B \) is the magnetic flux density, \( H \) is the magnetic field intensity, \( B = \mu H \), \( \mu \) is magnetic permeability. According to

\[
\nabla B = 0
\]

(2)

and

\[
B = \nabla \times A
\]

(3)

where \( A \) is magnetic vector potential, from (1) is obtained

\[
\nabla \times (E - \frac{\partial A}{\partial t}) = 0
\]

(4)

Using electric scalar potential \( V_e \), (4) can also be expressed as

\[
E = -\frac{\partial A}{\partial t} - \nabla V_e
\]

(5)

The induced current density \( J_e \) satisfies the Ohm’s law is

\[
J_e = \sigma E = -\sigma (\frac{\partial A}{\partial t} + \nabla V_e)
\]

(6)

According to Ampere law can be written

\[
\nabla \times H = J - \sigma E
\]

(7)

or finally,

\[
\nabla \times \frac{1}{\mu} \nabla \times A = J - \sigma (\frac{\partial A}{\partial t} + \nabla V_e)
\]

(8)

Equation (8) is the governing equation for magnetic vector potential-electric scalar potential (A-V, A) formulation.

A three-dimensional harmonic and transient electromagnetic problem according FEM formulation was used for the field analysis.

Scheme used for the model formulation is shown in Fig. 9. \( \Omega \) is the whole domain. \( \Omega_1 \) is the current source domain and \( \Omega_2 \) is the stimulated tissue domain, in both domains the A and \( V_e \) exists. \( \Omega_2 \) is the surrounding free space with only magnetic vector potential distribution.

![Fig. 9 Scheme used for the model formulation](image)

Electromagnetic field source is coil region \( \Omega_1 \) domain represented with its current densities. Zero value Dirichlet boundary condition for the free space \( \Omega_2 \) boundary is applied.

The finite element implementation of the A-V, A formulation has been carried out by using four-nodded, first-order, tetrahedral elements. The problem is solved by ANSYS software [5].

The electromagnetic properties of various tissues for frequency 10kHz is shown in Table 1.

<table>
<thead>
<tr>
<th>Tissue</th>
<th>( \mu )</th>
<th>( \sigma ) (S/m)</th>
<th>( \varepsilon ) (( \mu F/m ))</th>
</tr>
</thead>
<tbody>
<tr>
<td>Brain White Matter</td>
<td>1</td>
<td>0.142</td>
<td>1</td>
</tr>
<tr>
<td>Brain Gray Matter</td>
<td>1</td>
<td>0.33</td>
<td></td>
</tr>
<tr>
<td>Cerebrospinal Fluid</td>
<td>1</td>
<td>1.53</td>
<td></td>
</tr>
<tr>
<td>Bone</td>
<td>1</td>
<td>0.0054</td>
<td></td>
</tr>
<tr>
<td>Muscle</td>
<td>1</td>
<td>0.11</td>
<td></td>
</tr>
<tr>
<td>Fat</td>
<td>1</td>
<td>0.04</td>
<td></td>
</tr>
<tr>
<td>Soft Tissue</td>
<td>1</td>
<td>0.173</td>
<td></td>
</tr>
<tr>
<td>Skin</td>
<td>1</td>
<td>0.435</td>
<td></td>
</tr>
</tbody>
</table>

The induced currents in tissue is expressed by (5).

Heating effect on the tissue can be calculated with Joule
heating $Q$. 

$$Q = \rho J^2$$  \hspace{1cm} (9)

where $\rho = 1/\sigma$, is specific electrical resistance.

V. ELECTROMAGNETIC FIELD MODELING

Constructed realistic 3D anatomy models are imported in ANSYS software and the electromagnetic models are built according to the described FEM formulation. The electromagnetic model represents the organs field distribution under magnetic stimulation.

A. Thorax

The 3D model of human thorax under magnetic stimulation field with some inner organs in it is shown in Fig. 10.

Field source is a cylindrical coil. Coil dimensions are: external radius – 100mm, inner radius – 60mm and height – 20mm. Total current is 2000A.

Magnetic vector potential distribution and magnetic flux density distributions are shown in Fig. 11 and Fig. 12, respectively. Coil impact over the chest region can be seen by maximum values above the coil. Scalar electric potential distribution is shown in Fig 13.

Magnetic flux density on surface of inner organs is shown in Fig. 14. Flux density in heart volume only is shown in Fig. 15.
Fig. 14 Magnetic flux density distribution in inner organ volumes

Fig. 15. Magnetic flux density (T) distribution in the heart volume

B. Head

The 3D model of human head with magnetic stimulation coil is shown in Fig. 17. The model consists of scalp, skull, cerebrospinal fluid and brain, shown in Fig. 16. The relative permeability and resistivity of the tissues are shown in Table 1.

Field source is a cylindrical coil. Coil dimensions are: external radius – 60mm, inner radius – 50mm and height – 8mm. Total current is 400A.

Fig. 17. TMS coil position over the head

Analyzed magnetic vector potential distribution is shown in Fig. 18. Magnetic flux density over the brain volume enclosure surface is demonstrated in Fig. 19.

Joule heating calculated for each element of brain region using (5) is shown in Fig. 20.

Fig. 18. Magnetic vector potential distribution in model skin surface

Fig. 19. Magnetic flux density over the brain volume enclosure surface
Electromagnetic field distribution in 3D human anatomy is investigated by FEM using magnetic vector potential and scalar electric potential (A-V, A) formulation, realized with computer software ANSYS.

Quantitative results for electromagnetic and thermal field distribution in inner organs can be easily made. Complete procedure of electromagnetic field model building is applicable for device and process optimization due to a desired electromagnetic or corresponding thermal impact over a known object.

VI. CONCLUSION

In this paper we develop a method for automatic 3D geometry model building of anatomical objects. The method uses image data acquired by medical diagnostic equipment and bioimpedance measurements.

Electromagnetic field distribution in 3D human anatomy tissue objects is presented. Electromagnetic field distribution

REFERENCES


ACKNOWLEDGMENT

This research is supported by the National Science Fund of the Ministry of Education and Science of Bulgaria under Contract “D002-157/2008”.